


Mounting Guide

Gotive MPS SQ31

Multi Purpose Station

Read Safety Information First

Spacing of mounting holes-
MPS.S

748 mm

Spacing of mounting holes-
MPS.M

748 mm
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Spacing of mounting holes-
MPS.L

748 mm

1433 mm

Wall mount-

drill the hole ( g 10mm)

and insert Wall Plug

Use the install jig to adjust position
of the screw

i

19 mm
-

. Panel mount-

drill the hole ( ¢ 7mm)

Use the install jig to adjust position
of the screw

—

19 mm
-

Plug in main power cable into
MPS

1.Plug the power cable into live
wall outlet.

2.Switch on power button through
openning at the bottom of MPS.

-Fuse Exchange

1. Switch off power button

2. Unplug the power cable from wall
outlet

3. Unplug the power cable from MPS
4. Hang off MPS

5. Remove fuse holder

In case of service,fuse must be replaced
with same type.

If fuse ( B ) is wrong, replace it with spare
fuse (A).

For more information contact support@gotive.com or visit www.gotive.com/support
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